[Operational effectiveness of the "Elektronika" x-ray mammographic microfocusing device].
Operational efficiency of the X-ray microfocal mammographic device is analysed. Diagnostic capabilities of the device are specified with due regard to an exposure dose rate for patients and personnel. Data on the throughput of the device are presented.